At present, three rapid kits are available globally for the confirmation of Mycobacterium tuberculosis complex (MTBC) in cultures by MPT64 antigen (MPT64 Ag) detection. These include Capilia TB, SD Bioline, and BD MGIT TBc Identifi cation (TBcID). The third kit is yet to be validated in India. We have tested this kit and compared with SD Bioline using conventional tests as gold standard. Seventy-one MTBC (70 M. tuberculosis and one Mycobacterium bovis) and four nontuberculous mycobacteria (NTM) were isolated from 649 clinical specimens in MGIT 960 and/or Lowenstein-Jensen slants (LJ). MPT64 Ag was detected by both TBcID and SD Bioline kits in all the 71 clinical isolates and the reference strain M. tuberculosis H37Rv. All NTM species tested were negative by the two different kits. Thus, TBcID kit showed 100% concordance in terms of sensitivity and specifi city. Rapid kits confi rm MTBC cultures within 15 min in contrast to several weeks' time required by conventional techniques.
INTRODUCTION
India ranks first among high tuberculosis (TB) burden countries and accounts for 23% of the total 9.6 million incident cases reported worldwide in 2014. [1] TB can affect any part of the body leading to extrapulmonary tuberculosis (EPTB) posing diagnostic challenge. EPTB specimens was paucibacillary; hence, smear microscopy and solid cultures are less sensitive. Use of liquid cultures increases the isolation of nontuberculous mycobacteria (NTM) and necessitates differentiation from Mycobacterium tuberculosis complex (MTBC). Molecular techniques such as polymerase chain reaction and recently introduced Xpert MTB/RIF and line probe assay are widely used for diagnosis with limitations, [2] but these tests require expertise and costlier equipment. Simple and rapid test kits which confirm and differentiate MTBC from NTM have become available in the recent past. [3] [4] [5] [6] [7] [8] [9] [10] [11] [12] [13] [14] [15] MPT64 is a mycobacterial protein secreted by MTBC. BD MGIT TBc Identification test (Becton, Dickinson and company, Sparks, MD, USA) is a rapid immunochromatographic assay for qualitative detection of MPT64 antigen (MPT64 Ag) and differentiation of MTBC with ease from AFB-positive mycobacteria growth indicator tubes (MGITs). Antibodies against MPT64 Ag are conjugated to visualizing particles on the test strip. The antigen and antibody complex then migrates to reaction area where it binds to a second specific MPT64 antibody coated on the membrane and color is developed by the labeled colloidal gold particles and visualized as pink to red line.
Rapid detection of MTBC using MPT64 Ag developed by Abe et al. [3] has shortened the duration compared to conventional techniques. In India, there was only one report of moderate performance of Capilia TB by Gomathi et al. [4] and satisfactory performance of SD Bioline by others. [5] [6] [7] For TBc Identification (TBcID) kit, various researchers from abroad have evaluated and reported sensitivity, specificity, positive predictive value (PPV), and negative predictive value (NPV) ranging from 90.1% to 100%, 95.6 to 100%, 99.2% to 100%, and 80.6% to 98.4%, [8] [9] [10] [11] [12] [13] [14] [15] This is an open access article distributed under the terms of the Creative Commons Attribution-NonCommercial-ShareAlike 3.0 License, which allows others to remix, tweak, and build upon the work non-commercially, as long as the author is credited and the new creations are licensed under the identical terms.
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respectively. The performance assessments of TBcID kit are shown in Table 1 . BD TBcID is yet to be validated in India. This study evaluates the performance of TBcID and compares with SD Bioline kit, keeping conventional biochemical tests as the "gold standard."
METHODS
This research was approved by our Institutional Human Ethical Committee and the work was carried out in compliance with the principles of the Declaration of Helsinki. Clinical samples from patients were collected after obtaining informed consent. Between June 2011 and October 2014, 649 single clinical samples from EPTB patients were processed. These included 165 pleural fluids, 132 pus, 70 ascitic fluids, 66 LN aspirates/cold abscess, 43 cerebrospinal fluids, 40 synovial fluids, 33 gastric aspirates, 28 biopsies, 27 urine samples, 24 TB spine, 9 peritoneal fluids, 8 pericardial fluids, 2 retrocardial fluids, and one each from bone marrow aspirate and adrenal fluid. After decontamination with NALC-NaOH, the specimens were inoculated into MGIT 960 tubes and Lowenstein-Jensen (LJ) slants and incubated up to 6 and 8 weeks, respectively. ZN smears were made from MGIT tubes flagged positive by the machine or from the colonies grown on LJ media. Identification of MTBC was confirmed by a combination of standard tests such as ZN smear, cord factor, colony morphology, growth rate, niacin production, nitrate reduction, catalase, and aryl sulfatase tests [6] as the gold standard. Seventy-one isolates of MTBC which include seventy strains of M. tuberculosis and one isolate of M. bovis and 20 NTM strains comprising four clinical isolates (three isolates of Mycobacterium scrofulaceum and one isolate of Mycobacterium fortuitum) and 16 stock cultures of NTM were tested for MPT64 Ag by SD Bioline and TBcID kits. Details of MTBC and NTM species are listed in Table 2 . Reference strains of M. tuberculosis H37Rv, M. bovis BCG, and M. fortuitum were also included as controls for both rapid kits. SD Bioline and BD MGIT TBcID Kits: SD Bioline MPT64 Ag test was performed for isolates recovered in MGIT and LJ as per the manufacturers' instructions and as reported earlier. [6] Since there is no provision in TBcID kit for testing solid media grown cultures, colonies from LJ were emulsified in 200 μl of 10 mM phosphate buffer containing 0.1% Tween 80 as per Abe et al. [3] and 100 μl Figure 1 represents the images of MPT64 Ag detection in TBcID and SD Bioline. All the 71 MTBC isolates were true positive and four NTM isolates tested were true negative by both rapid tests. No false positivity or false negativity was reported from both kits [ Table 3 ]. Regarding the sensitivity, specificity, PPV, and NPV for SD as well as BD, the concordance was 100% against the gold standard conventional biochemical tests. Two microbiologists independently performed the test and assessed the reproducibility of the results and reported as 100%. Even faint bands were considered positive.
Figure 1: MPT64 an gen detec on in TBc Iden fi ca on and SD Bioline. MPT64 an gen posi ve (both control and test bands present)
DISCUSSION
Different EPTB specimens show culture positivity ranging from 0% to 80%. [2] Confirmation of M. tuberculosis by conventional biochemical tests takes several weeks. The rapid kits, on the other hand, discriminate MTBC from NTM within 15 min. Capilia TB was evaluated in only one Indian study [4] with sensitivity, specificity, PPV, and NPV of 76%, 86%, 97%, and 39%, respectively. This kit can be procured only through FIND (Foundation for Innovative New Diagnostics, Geneva, Switzerland).
SD Bioline kit has been evaluated in India and in several countries such as France, Japan, Madagascar, South Korea, and Turkey, with sensitivity and specificity of 94.5%-100% and 98.3%-100%, respectively. [6] BD MGIT TBc Identification kit has become available in Indian market from the past 3-4 years only and yet to be validated in India. Our investigation has established that TBcID kit has 100% sensitivity, specificity, PPV, and NPV. Manufactures of TBcID kit recommend positive liquid cultures only to be tested for MPT 64 Ag. However, a few researchers and we have additionally tested solid media grown cultures. [8, 14] The MPT 64 Ag detection limit for the Capilia TB and SD Bioline kits was set as 10 5 CFU/ml, [4, 5] whereas for MGIT TBcID kit, it was 5 × 10 5 CFU/ml according to Yu et al. [11] Inoculum concentration does affect the test performance. In view of this, sufficient amount of LJ growth was scrapped to prepare our inoculum. Regarding the use of TBcID from MGIT tubes, only when the growth units were more than 800 as indicated by MGIT system, ICT was done.
In terms of turnaround time, both SD Bioline and TBcID kits take only about half an hour. Both kits are simple to perform. Regarding the cost, while of SD Bioline costs approximately Rs. 250, TBcID costs Rs. 350 per test.
CONCLUSION
To conclude, rapid kits detect and confirm MTBC cultures within 15 min when compared to several weeks' time required by conventional methods. These kits are quite relevant today as EPTB due to NTM is on the increase. Empirical treatment of EPTB cases without culture could be hazardous as many NTM strains are resistant to the first-line antituberculous drugs, and thus liable to be misdiagnosed as "multidrug-resistant TB." In our experience, TBcID kit and SD Bioline kit perform equally well and extremely cost-effective and time saving, thus benefiting resource-poor countries. 
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